Mechanically mediated pacemaker pseudomalfunction.
A case is described of pacemaker pseudomalfunction caused by intermittent displacement of the ventricular lead. The displacement was shown to be caused by critically timed atrial contractions, dislodging the looped ventricular lead, and resulting in intermittent failure to stimulate the heart.